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Shutting down the ImageStream 


Check the ImageStream calendar in iLab to make sure no one has booked the 
ImageStream after you. 


Load a tube with 200ul Na-Hypochlorite. 
Let the sample run for 3 minutes and then press “load”. 


Load a sample with H20. 
Let it run for 3 minutes and then press load. 


Empty waste into the sink and clean the sink with water. Make sure to click the 
tubes properly back into the waste container. You should hear a “click” sound. 
Twist the tubes a little, just to check. 


Press “Shut down”. 
This procedure takes 45 minutes. The instrument and computers will turn off 
automatically when the procedure is finished. 
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